Reoperation for Mid-term Failure of a Freestyle Bioprosthesis Using a Full Root Technique —A Surgical Case—

Hiromasa Nakamura, MD, Hiroki Yamaguchi MD, PhD, Tatsuya Nakao, MD, PhD, Yu Oshima, MD, PhD, Noriyuki Tokunaga, MD, PhD, Mikiko Murakami, MD, PhD, and Shinichi Mitsuyama, MD

The aortic root of a 30-year-old man was replaced with a Freestyle stentless aortic bioprosthesis for aortic regurgitation associated with annuloaortic ectasia. His clinical course was uneventful, and he was discharged without complications. Three years and six months after surgery, he presented with a high fever. Four years after surgery, transthoracic echocardiography revealed severe aortic regurgitation. We performed exploratory surgery and discovered a torn left coronary cusp of the Freestyle bioprosthesis. Organized vegetation was adherent to the left coronary cusp leaflet. The non-coronary cusp and the right coronary cusp were normal. The diagnosis was aortic regurgitation due to valve failure related to infective endocarditis. Consequently, we reconstructed the aortic root with a composite graft (26-mm Valsalva graft and a 21-mm ON-X mechanical valve).

Key words: freestyle bioprosthesis, infective endocarditis, full root technique

Introduction

Freestyle stentless aortic bioprosthesis (Medtronic Inc., Minneapolis, MN, USA) implanted by a full root technique for aortic root replacement offers a large effective orifice area (EOA) with lower gradients, lower prevalence of aortic regurgitation (AR), and a better, functional, New York Heart Association (NYHA) class on follow-up. Furthermore, early redo surgery is rarely required when the full root technique is used for implantation of a Freestyle bioprosthesis.

Here, we report midterm failure of the Freestyle bioprosthesis that was implanted by the full root technique.
developed, though it went unnoticed by the patient. Trans-thoracic echocardiography demonstrated the presence of severe AR: LVEDD and LVESD were considerably enlarged to 71 mm and 55 mm, respectively (Fig. 1).

The patient underwent a second surgery, during which the left coronary cusp (LCC) of the Freestyle bioprosthesis was found to be torn and detached from the aortic annulus (Fig. 2). An organized vegetation was adherent to the LCC leaflet. The non-coronary cusp and the right coronary cusp were normal. Consequently, the diagnosis was AR due to valve failure associated with infective endocarditis (IE). As the aortic root remained in good condition after the removal of the Freestyle bioprosthesis, we reconstructed it with a 26-mm Valsalva graft (Valsalva-prosthesis, Vasutec, Terumo) 21-mm On-X mechanical valve (On-X Life Technologies, Inc™) and TiCron 2-0 felt-buttressed mattress sutures. Histological examination of the explanted Freestyle bioprosthesis revealed inflammatory cells and growth of fibrocytes in the connective tissue. No remarkable findings suggestive of infection were present. (Fig. 3)

The patient had an uneventful recovery and was discharged from the hospital 2 weeks after the surgery.

**Discussion**

Full root aortic replacement with a stentless tissue valve has become widely available over the past 15 years. Advantages of the stentless valve in the replacement mainly arise from the mechanics and hemodynamics of the valve and minimization of stress-related structural changes in the valvular tissue, resulting in prolonged valve durability.5)

The Medtronic Freestyle aortic root bioprosthesis is the preferred biological valve substitute for root replacement at our institution, we prefer the root replacement technique since it is easier to perform than root implantation or root remodeling. Moreover, several clinical studies have demonstrated the excellent clinical performance of the Medtronic stentless valve over the last decade.6–11)

A recent study by the Freestyle Valve Study Group demonstrated that full root implantation of valve prosthesis is associated with large EOA and lower gradients, a lower prevalence of AR, and better functional NYHA class on follow-up.1)

Between August 2004 and April 2009, we performed full root aortic replacement with the Freestyle aortic root bioprosthesis in 51 patients. Two (3.9%) hospital deaths occurred. However, the 4-year survival rate was 93.3%, and the 4-year rate of freedom from recurrence of AR (more than mild grade) was 87.5%. The case we report here is a patient in which AR recurred 4 years after the replacement surgery.

Some authors have reported early failure of the Freestyle stentless bioprosthesis.2–4) Jurgen et al. reported the results of introducing the Freestyle stentless bioprosthesis in 1014 patients. There were 12 endocarditis episodes and 7 patients required reoperation (a subcoronary technique was used in 5 patients, and a full root technique in 2).12) Otto also reported 93% freedom from endocarditis at 5 years with the stentless full root bioprosthesis.6) In our case, AR was secondary to IE 4 years after surgery.
Conclusion

We presented a case of mid-term failure of a Freestyle bioprosthesis that was implanted by the full root technique. In this case, the failure of the Freestyle bioprosthesis was probably caused by infective endocarditis 4 years after the initial surgery.

References